Automated short range locator system.
A computer operated system is described for determining the location of a subject fitted with a small sensing coil and telemetry transmitter. The system uses the geometric factors inherent in the value of the mutual inductance of a fixed and moveable coil. Results of a two-dimensional system are shown.